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SUMMARY 


The  four  Holston  Army  Ammunition  Plants'  (HSAAP)  wastewaters  representing  the 
effluents  from  the  ends  of  1 ,3 ,5-trinitro-l ,3 ,5-triazacyclohexane  (RDX)  (WW1)  and 
1 ,3 ,5 ,7-tetranitro-i ,3 ,5,7-tetrazacyclooctane  (HMX)  (WW2)  production  lines,  the 
composite  of  the  lower  end  of  the  production  lines  1  to  5  (WW3),  and  the  composite 
of  the  upper  end  of  the  production  lines  1  to  5  (WW4)  were  analyzed  using 
ultraviolet  absorption  spectrophotometry,  high  pressure  liquid  chromatography 
(HPLC),  and  ion  chromatography  (IC). 

The  organics  in  the  wastewaters  were  found  to  decompose  at  room  temperature  with 
time,  the  extents  of  which  depend  greatly  on  the  sample  characteristics.  Thus, 
during  a  storage  period  of  about  7  months,  the  overall  composition  changed  fro-» 
about  10%  for  WW1  to  several  fold  for  WW4.  In  the  latter,  the  changes  were 
attributed  to  the  degradations  of  nitramines  to  nitrate  ions.  The  most  striking 
degradation  was  observed  in  WW3  where  2,4,6-trinitrotoluene  (crTNT)  disappeared  in 
about  4  weeks.  The  inorganic  ions  were  found  to  be  quite  stable. 

The  comparative  studies  on  various  concentration  and  isolation  techniques  for 
trace  quantities  of  pollutants  in  the  wastewaters  revealed  the  variabilities  in  the 
results  obtained,  the  possible  sample  contaminations  by  the  impurities  in  the 
solvents  used  for  extractions,  and  the  loss  of  more  volatile  components.  These 
findings,  together  with  the  fact  that  the  extraction  efficiencies  of  various 
compounds  in  an  unknown  mixture  cannot  be  determined,  indicate  that  unless  these 
factors  are  carefully  examined  and  taken  into  account  in  the  analyses,  the 
analytical  data  will  be  unreliable. 

In  view  of  the  foregoing  discussions,  we  have  developed  an  isotope  dilution 
technique  for  determining  the  ppm  level  crTNT  as  part  of  our  current  efforts  to 
develop  more  reliable  analytical  methodologies.  Using  this  technique,  a  precision 
of  5.7%  (relative  standard  deviation)  and  an  accuracy  of  0.2%  (relative  error)  were 
obtained  despite  the  presence  of  the  large  amount  of  impurities. 

The  major  pollutants  quantified  so  far  are,  in  the  order  of  decreasing  abun¬ 
dance,  respectively,  RDX,  l-Acetyl-3,5,7-trinitro-l ,3 ,5 ,7-tetrazacyclooctane,  (SEX 
or  QDX) ,  HMX,  and  or-TNT  for  the  organic  compounds,  and  SOT,,  Cl-,  Na+,  K+, 
and  Nllt,  for  the  inorganic  ions.  The  concentrations  of  copper,  cadmium,  and  chromium 
were  found  to  be,  respectively,  about  10,  1,  and  0.02  ppb. 
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INTRODUCTION 


Reliable  analytical  data  on  pollutants  are  essential  to  all  environmental 
activities,  such  as  the  study  of  the  sources  of  contaminants  and  their  impact  on  the 
environment,  development  and  evaluation  of  abatement  technologies,  setting  of 
standards  for  regulatory  control,  and  building  of  predictive  models.  However,  the 
state-of-'.he-art  of  analytical  methodologies  for  air  and  water  analyses  are  still 
inadequate  to  deal  with  complex  environmental  analytical  problems.  We  have, 
therefore,  been  developing  reliable  analytical  methods  for  identifying  and 
quantifying  the  pollutants  in  the  wastewaters  of  Array  Ammunition  Plants  in  our 
pollution  abatement  program. 

Much  environmental  analytical  data  are  useless  for  the  intended  purposes  due  to 
improper  sampling  procedures,  changes  in  composition  during  transport  and  storage, 
inadequate  concentration  methods,  and  the  lack  of  criteria  for  evaluating  the 
adequacy  of  analytical  methods  and  results.  In  view  of  these  facts,  we  focused  our 
attention  in  this  work  on  the  problems  of  sample  degradation  and  concentration 
techniques  for  trace  quantities  of  pollutants  and  the  development  of  an  isotope 
dilution  technique  to  improve  the  precision  and  accuracy  of  analytical  data.  These 
are  among  the  areas  where  further  work  has  been  recommended  by  the  Committee  on 
Environmental  Improvement  of  the  American  Chemical  Society  in  its  recent  report  (ref 
1).  We  will  also  discuss  the  analytical  data  we  obtained  thus  far  on  the  four 
representative  wastewaters  from  HSAAP  in  Kingsport,  Tennessee.  Three  reports  (refs 
2  through  4)  have  appeared  in  the  recent  past  which  dealt  with  the  identification 
and  quantification  of  some  pollutants,  notably  dimethylnitrosoamine,  in  the  waste- 
waters  of  HSAAP.  The  aim  of  this  work  is  to  develop  reliable  analytical  method¬ 
ologies  which  can  be  used  for  obtaining  reliable  analytical  data,  to  the  maximum 
extent  possible,  on  the  pollutants  in  the  wastewaters  of  the  Army  Ammunition  Plants. 


EXPERIMENTAL 

Apparatus  and  Reagents 

Military  grade  HMX  was  extracted  with  ethylenedichloride  to  remove  RDX  and 
triply  recrystallized  from  acetone.  The  RDX  obtained  from  HSAAP  was  treated  with  a 
buffer1  solution  (pH=4.6)  and  recrystallized  from  a  dimethyl  sulfoxide-water 
mixture.  The  purity  of  RDX  thus  obtained  was  determined  to  be  99.84  ±  0.19%  by  a 
differential  scanning  calorimetric  technique.  Military  grade  crTNT  was  recrystal¬ 
lized  from  carbon  tetrachloride.  Methylene  chloride  (MC)  (Allied  Chemical,  Semi- 
Conductor  grade),  trichloroethylene  (TCE)  (Matheson  Coleman  &  Bell),  petroleum  ether 
("Baker  Analyzed"),  and  acetone  (Fisher  Scientific  Co.,  A.C.S.)  were  distilled  and 
the  fractions  boiling,  respectively,  at  40°C,  86.5-87,5°C,  40-50°C,  and  56°C  were 
collected  for  use.  Hexane  (Matheson  Coleman  &  Bell,  Spectroquality)  was  used 
without  further  purification. 

Recording  of  mass  spectra,  ultraviolet  spectra,  liquid  chromatograms,  and  ion 
chromatograms  were  made  using,  respectively,  a  DuPont  21-490  Mass  Spectrometer,  a 
Beckman  DK-2A  Spectrophotometer,  a  Perkin-Elmer  Series  3  Liquid  Chromatograph  with 
65  T  Detector  and  Sigma  10  Data  System,  and  a  Dionex  System  14  Ion  Chromatograph.  A 
Perkin-Elmer  Model  503  Atomic  Absorption  Spectrophotometer  was  used  for  analyzing 
cadmium,  copper,  and  chromium. 


A  Chemtrix  Type  60  Digital  pH  meter  was  used  for  pH  measurements.  A  Buchi 
Rotavapor-EL  was  used  in  the  freeze  drying  of  the  wastewaters. 

Method  and  Procedure 

Estimation  of  Total  Nitramine  Content 

Rapid  estimations  of  total  nitramine  contents  in  the  wastewaters  were  made 
by  direct  ultraviolet  absorption  spectrophotometry.  This  method  is  based  on  the 
fact  that  nitramines  absorb  strongly  in  the  200  to  260  nm  region  with  the  absorption 
maxima  centering  in  the  vicinity  of  228  nm  and  with  molar  absorptivities  at  228  nm 
(e228  nm)  ihe  ran8e  0*6  to  2.1  x  104  M- 1  cm”1  (ref  5).  Thus,  the  approximate 
(within  a  factor  of  about  2)  total  nitramine  contents  can  be  obtained  from  the 
absorbances  of  wastewaters  at  228  nm  and  the  estimated  average  molar  absorptivity 
and  average  molecular  weight,  whose  values  are  close  to  the  molar  absorptivity  and 
molecular  weight  of  the  most  abundant  nitramine  component.  The  identity  of  the 
latter  can  usually  be  determined  from  information  such  as  the  sampling  site,  nature 
of  effluents  at  this  site,  manufacturing  process  conditions,  and  solubility  data. 
In  the  case  of  the  HSAAP  wastewaters  obtained  from  the  ends  of  RDX  and  HMX  pro¬ 
duction  lines,  the  pollutant  in  the  highest  concentration  is  determined  to  be  RDX. 

Identification  and  Quantification  of  Pollutants 

Tentative  identifications  of  major  organic  and  inorganic  pollutants  were 
made  by  comparing  the  retention  times  of  unknown  peaks  with  those  of  external 
reference  standards  in  the  high  pressure  liquid  chromatograms  and  ion  chromatograms, 
respectively.  For  superimposing  peaks,  the  assignment  was  made  by  spiking  the 

sample  with  a  standard.  l-Acetyl-3,5,7-trinitro-l,3,5,7--tetrazacyclooctane,  which 
appeared  as  a  shoulder  of  a  major  peak  in  a  wastewater  from  RDX  production  line,  was 
identified  by  this  method.  In  later  experiments,  full  spectrum  scanning  in  the 

ultraviolet  range  using  the  stopped-flow  technique  was  used  to  aid  the  identifi¬ 
cation  of  unknown  liquid  chromatographic  peaks.  The  peak  height  method,  using 
external  standards,  was  employed  in  the  quantification  of  both  organic  and  inorganic 

pollutants,  except  for  the  nitrate  ion  where  the  method  of  standard  additions  was 

used.  In  the  determinations  of  cadmium,  copper,  and  chromium,  the  method  of 
bracketting  the  samples  was  employed  and  the  blind  standards  were  used  to  validate 
the  accuracy  of  the  analysis. 

Synthesis  of  a, a, a  -  t.rideuterio-2  ,  A  ,6-trinitrotoluene  (orTNT-d3) 

A  published  procedure  (ref  6)  was  modified  for  synthesizing  crTNT-d 3 
because  of  the  difficulties  encountered  in  extracting  the  deuterated  compound  with 
CHCI3.  Addition  of  the  latter  essentially  resulted  in  merely  increasing  the  volume 
of  the  reaction  mixture  without  affecting  the  desired  separation  of  organic  and 
aqueous  layers.  This  arises  possibly  from  the  presence  of  a  relatively  large  amount 
of  acetone  in  acetone-D20  mixture  (3.5  :  1  by  volume),  which  tends  to  make  CHC1 3 
miscible  with  the  mixture.  Our  modification  consists  of  adding  a  relatively  large 
amount  of  water  to  the  mixture  so  that  CHC1 3  becomes  immiscible  with  the  aqueous 
layer.  Following  CHCI3  extraction,  the  organic  layer  was  separated  from  the  aqueous 
layer  and  evaporated  to  dryness  at  room  temperature  under  a  flow  of  air.  The  resi¬ 
due  obtained  was  dissolved  in  acetone  and  the  solution  centrifuged.  The  supernatant 


solution  was  drawn  out  using  a  syringe  and  evaporated  to  dryness  at  room  tempera¬ 
ture.  The  synthesized  compound  was  not  purified.  A  small  amount  of  the  deuterated 
compound  was  transferred  to  a  capillary  tube  and  introduced  via  a  solid  probe  into  a 
mass  spectrometer  for  the  isotopic  purity  determination.  In  order  to  obtain  a 
steady  vapor  pressure  of  orTNT  without  rapid  sample  depletion,  a  low  filament 
current  setting  (50  pA)  was  used  to  maintain  the  unheated  ion  source  temperature  at 
about  100°C.  This  in  turn  held  the  unheated  solid  probe  at  a  steady,  relatively  low 
temperature  of  about  73cC.  This  condition  permitted  mass  spectrometric  (electron 
impact  mode  at  70  ev)  examination  of  the  isotopic  purity  of  crTNT-d  3  for  a  rela¬ 
tively  long  period  by  slow,  repetitive  scanning  (200  sec/decade)  of  ion  currents  at 
M/e  227,  228,  229,  and  230.  The  composite  ion  current  intensitities  at  these  M/e's 
ware  found  to  be  in  the  ratios  of  ~  0  :  3.3  ±  0.3  :  16.0  ±  1.0  :  137.2  ±  10.0 
(average  of  3  scans).  The  intensities  were  resolved  into  those  of  molecular  ions  of 
M/e  228,  229,  and  230  using  equations  1,  2,  and  3.  The  coefficients  f  i,  f  2,  and  f3 
represent  the  intensity  ratios  of  minor  ion  fragments,  which  contribute  to  the 
observed  composite  ion  current  intensities,  to  the  major  fragment  in  the  molecular 
ion  cluster.  These  values  were  computed  from  the  molecular  ion  cluster  of 
undeuterated  ct-TNT  (M/e  226,  227,  228,  and  229). 


1  23  0  “  r230  +  f  J T  229  +  f2X228 

c 

1 229  =  f3I230  +  ] 229  +  f 1I228 


(1) 

(2) 


1228  ~  °,1:230  +  f3I229  +  1  228  +  f  l1  227  =  0  +  f  31  229  +  1  228  +  0 
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C  C  C 

1 230 »  l229»  1 228  =  Observed  composite  ion  current  intensities  at 

M/e  230,  229,  and  228  respectively. 
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The  computed  ion  current  intensities  of  molecular  ions  of  M/e  230,  229,  and  228 
were,  in  turn,  used  to  calculate  the  Isotopic  compositions.  The  deuterated  product 
was  found  to  contain  91.3  ±  0.9%,  orTNT-d3,  6.76  ±  0.03%  orTNT-d  2  and  1.93  ± 
0.07%  a-TNT-d x . 
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Deuterium-hydrogen  Exchange  of  Deuterated  crTNT  With  Water 

This  exchange  study  was  made  to  determine  the  applicability  of  crTNT-d 3  as 
a  diluent  in  the  isotope  dilution  technique  for  analyzing  crTNT  in  wastewaters. 

An  aqueous  solution  of  deuterated  orTNT  (1  mg/25  mL)  was  prepared  in  dupli¬ 
cate  and  set  aside  at  room  temperature  for  12  days.  These  solutions  were  then  evap¬ 
orated  to  dryness  at  room  temperature  to  determine  the  extent  of  deuterium-hydrogen 
exchange  by  the  mass  spectrometric  technique  already  described.  The  average 
isotopic  compositions  of  two  samples  were  found  to  be  89.2  ±  0.4%,  5.10  ±  0.30%,  and 
5.72  ±  0.06%  for  crTNT-d3,  cr-TNT-d2,  and  crTNT-d j  respectively.  Comparison  of  these 
results  with  the  corresponding  values  of  91.3  ±  0.9%,  6.76  ±  0.03%,  and  1.93  ir  0.07% 
for  the  original  composition  indicate  the  extent  of  deuterium-hydrogen  exchanges  to 
be  about  2%  or  less  in  approximately  a  20-day  period,  which  includes  the  additional 
period  needed  to  isolate  the  samples  by  room  temperature  evaporation.  This  study 
establishes  that  a-TNT-d3  can  be  used  as  a  diluent  in  an  isotope  dilution  technique 
since  the  diluent  and  the  undeuterated  crTNT  were  extracted  with  a  suitable  solvent 
shortly  after  the  dissolution  of  diluent  in  water. 

Isotope  Dilution  Technique 

An  aqueous  solution  containing  about  50  ppm  each  of  crTNT  and  crTNT-d  3  was 
prepared  and  four  100  mL  aliquots  were  used  for  obtaining  solid  samples  for  deter¬ 
mining  1*230,  1*227,  1*2 1 2,  and  I*2io  by  a  slow  repetitive  mass  spectrometric  scanning 
technique  described  earlier.  The  four  samples  were  isolated  from  water  by  room 
temperature  evaporation  and  solvent  extractions  using  ten  10  mL  portions  of  MC,  TCE, 
and  petroleum  ether,  respectively,  followed  by  solvent  removal  by  evaporation  at 
room  temperature.  In  all  cases,  the  samples  were  brought  to  constant  weights. 

Mixtures  of  crTNT  and  crTNT-d  3  of  known  compositions  were  prepared  by 
weighing,  for  each  composition,  the  desired  amounts  of  crTNT  and  crTNT-d 3 
successively  into  a  5  mL  weighing  bottle  and  dissolving  in  a  small  volume  of 
acetone.  This  solution  was  then  evaporated  to  dryness  at  room  temperature  to  insure 
homogeneous  mixture  for  the  isotopic  ratio  determination. 

Sampling  of  Wastewaters 

For  the  sampling,  transport,  and  storage  of  the  representative  HSAAP  waste¬ 
waters,  the  brown  glass  bottles,  originally  containing  high  purity  solvents  for 
HPLC,  were  thoroughly  rinsed  with  tap  and  distilled  water.  Before  sampling,  the 
containers  were  rinsed  four  times  with  the  wastewater  to  be  sampled,  filled  with 
wastewater,  and  capped.  After  an  equilibration  period  of  at  least  1  hour,  the 
contents  of  the  containers  were  discarded,  and  the  containers  refilled  with  fresh 
samples . 

Solvent  Extraction 

A  one  liter  aliquot  of  wast  water  filtered  with  No.  40  Whatman  paper  was 
extracted  with  eight  100  mL  portions  of  TCE  in  the  usual  manner.  The  solvent  in  the 
extract  was  removed  using  a  rotary  vaporator,  and  the  residue  transferred  succes¬ 
sively  to  smaller  beakers  by  thorough  scraping  with  a  stainless  steel  spatula  and 
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acetone  solvent.  Finally,  the  residue  was  dried  in  a  5  mL  or  10  mL  beaker  to 
constant  weight  at  room  temperature. 

Room  Temperature  Evaporation 

A  one  liter  aliquot  of  wastewater  filtered  with  No.  40  Whatman  paper  was 
evaporated  at  room  temperature  in  a  1,000  mL  beaker  and  the  residue  was  transferred 
and  dried  to  constant  weight  in  the  manner  described  above. 

Freeze  Drying 

A  400  mL  aliquot  of  wastewater  filtered  with  No.  40  Whatman  paper  was 
freeze  dried  using  a  rotary  vaporator  with  the  rotating  sample  flask  immersed  in  a 
bath  maintained  at  -10  to  -15°C  with  an  ice-salt  mixture.  The  sample  was  partially 
frozen  at  the  beginning  of  drying  under  vacuum  (~  2  torr),  but  it  became  frozen 
after  several  hours.  About  40  hours  was  needed  for  the  removal  of  400  mL  water. 
The  residue  was  treated  in  the  manner  described  earlier  to  obtain  a  constant  weight. 

Preconcentration  and  Elution  of  Pollutants 

A  Waters  SEP-PAK  C18  cartridge  (Waters  Associates,  Inc.)  was  used  for 
removing  the  high  polarity  compounds'.  A  50  mL  aliquot  of  wastewater  was  injected 
with  a  syringe  through  the  cartridge,  prewashed  with  acetonitrile  and  distilled 
water,  followed  by  water  removal  by  pumping  air  through  the  cartridge.  The 
cartridge  was  then  eluted  successively  with  10  mL  each  of  acetonitrile,  methylene- 
chloride,  and  hexane,  respectively,  into  three  separate  30  mL  beakers  and  the 
solutions  were  evaporated  to  dryness  at  room  temperature.  Each  residue  was 
subseqently  transferred  to  a  1  mL  beaker  with  the  eluting  solvent  and  dried  to 
constant  weight  at  room  temperature. 

Sample  Degradation 

The  degradation  of  wastewaters  was  examined  at  various  storage  periods 
using  ultraviolet  absorption  spectrophotometry  and  HPLC  by  direct  injection  of 
wastewaters. 

Wastewater  Storage 

Except  for  a  period  of  several  months  after  sampling,  all  wastewaters  and 
the  residues  obtained  by  solvent  extraction,  room  temperature  evaporation,  freeze 
drying,  and  preconcentration-elution  technique  were  stored  in  a  refrigerator  until 
several  hours  before  use  when  they  were  removed  and  allowed  to  equilibrate  to  room 
temperature. 

RESULTS  AND  DISCUSSION 

Representative  Wastewaters 

Four  samples,  WW1 ,  WW2,  WW3,  and  WW4,  representing  respectively,  the  wastewaters 
from  the  end  of  RDX  production  line,  the  end  of  HMX  production  line,  the  composite 
of  the  lower  end  of  the  production  lines  1  to  5,  and  the  upper  end  of  the  production 
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lines  1  to  5,  were  obtained  from  HSAAP.  Additional  pertinent  information  on  the 
samples  was  summarized  in  table  1. 

More  elaborate  representative  sampling,  such  as  the  additional  sampling  at 
other  plant  sites,  time-composite,  and  seasonal  samplings  were  not  made  since  this 
work  was  in  the  Initial  phase  of  developing  analytical  methodologies. 

Estimated  Total  Nitramine  Content 

The  total  nitramine  contents  of  HSAAP  wastewaters  were  estimated  from  the 
ultraviolet  absorption  spectra  shown  in  figure  1.  The  results  are  summarized  in 
table  2.  Since  RDX  was  determined  to  be  the  most  abundant  species,  the  average 
molecular  weight  and  the  average  molar  absorptivity  values  very  close  to  the 
molecular  weight  and  the  molar  absorptivity  of  RDX  were  used  in  this  estimation. 
Although  this  estimate  is  only  approximate  (within  a  factor  of  two),  this  useful 
information  can  be  obtained  very  quickly. 

Sample  Degradation 

The  wastewaters  which  were  found  to  be  essentially  neutral  (table  3)  degraded 
with  storage  time  at  room  temperature.  The  extent  and  the  nature  of  composition 
changes  depend  greatly  on  the  sample  characteristics.  The  overall  changes  during 
the  course  of  approximately  7  months  are  shown  in  figures  2  to  5.  The  wastewater 
obtained  from  the  end  of  RDa  production  line  (WWl)  decomposed  to  the  extent  of  about 
10%  throughout  the  whole  absorption  range  while  the  sample  from  the  end  of  the  HMX 
production  line  (WW2)  shows  more  pronounced  change  (~  30%)  in  the  200  to  220  nm 
range.  In  contrast,  the  more  complicated  sample  (WW3),  which  includes  discharges 
from  buildings  where  orTNT  is  incorporated  into  RDX  and  HMX,  WWl,  and  WW2,  exhibits 
an  interesting  crossover  of  absorption  patterns  near  220  nm.  This  suggests  the 
degradation  of  some  nitraraines  to  form  compounds  which  absorb  strongly  at  shorter 
wavelengths.  The  wastewater  obtained  from  the  upper  end  of  RDX  and  HMX  production 
lines  (WW4)  degraded  to  the  greatest  extent  with  dras  -  crossover  of  absorption 
curves.  This  drastic  change  was  attributed  to  che  decc ■ .  .<sition  of  nitramines  to 
nitrate  ion  on  the  basis  of  the  excellent  matching  of  the  absorption  pattern  of  the 
decomposed  WW4  to  that  of  nitrate  ion,  as  shown  in  figure  6.  This  conclusion  was 
substantiated  by  the  fact  that  the  nitrate  ion  concentration  as  determined  by 
ultraviolet  spectrophotometry  (18.4  ppm)  using  £203nm  =  (9.49  dt  0.11)  x  10 3  M~  ^m- 1 
(ref  7)  agreed  well  with  that  determined  by  HPLC  (16.6  ppm,  see  table  7). 

The  degradation  of  individual  components  in  the  wastewaters  can  be  seen  m  fig¬ 
ures  7  through  9.  The  most  striking  change  was  the  disappearance  after  about  4 
weeks  of  a  peak  (the  peak  with  an  arrow  in  fig.  7),  tentatively  identified  as  crTNT. 
These  degradation  studies  demonstrated  the  importance  of  preserving  the  integrity  of 
the  environmental  samples  to  obtain  meaningful  analytical  data,  which  will  represent 
the  true  composition  of  samples  at  the  time  of  sampling. 

Isolation  of  Trace  Ouantities  of  Pollutants 

Table  4  shows  the  solid  isolated  by  various  techniques.  The  data  in  parentheses 
are  obtained  by  the  second  analyst  from  samples  stored  for  longer  periods.  The 
results  obtained  by  the  first,  more  experienced  analyst  (data  without  parentheses) 
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on  WW1  and  WW4  samples  in  columns  2  and  3,  indicate  that  freeze  drying  isolated 
about  15%  mors  pollutants  than  the  room  temperature  evaporation  method.  This  means 
that  at  least  15%  of  the  pollutants  was  lost  by  the  latter  method.  This  table  also 
shows  that  TCE  extracts  only  a  small  fraction  of  the  total  solid  content,  perhaps 
part  of  the  nitramines  in  WW1.  It  may  be  noted  that  the  two  numbers,  179.9  and  46.4 
under  column  3,  represent  the  residues  obtained  by  further  extractions  of  the  solid 
isolated  by  room  temperature  evaporation  with  H2O  and  TCE,  respectively.  It  appears 
then  that  TCE  extracts  the  pollutants  more  efficiently  from  the  solid  already 
isolated  than  from  the  wastewater  directly.  However,  further  work  is  being  done  to 
confirm  this  observation.  It  should  be  pointed  out  that  the  solvent  extaction 
efficiencies  of  various  component  species  in  the  unknown  mixture  cannot  be 
determined.  Further,  the  use  of  a  large  volume  of  solvent  may  introduce 
impurities.  Examples  of  this  will  be  illustrated  in  the  next  section. 

The  amounts  of  relatively  nonpolar  pollutants  isolated  by  Waters  SEP-PAK  are 
shown  in  the  last  column.  Except  for  WW4,  the  results  were  not  too  reproducible. 
However,  since  only  one  cartridge  was  used  (the  only  one  available  to  us),  further 
work  will  be  needed.  Comparison  of  these  results  with  those  in  the  next  to  the  last 
column,  indicates  that  MC  is  a  poor  solvent  for  nitramines  as  expected  from  the 
solubility  data. 

The  results  in  table  4  and  the  foregoing  discussion  point  out  the  problems 
associated  with  common  isolation  techniques  such  as  the  loss  of  more  volatile 

components,  the  introduction  of  impurities,  and  the  incomplete  extraction  of 

pollutants.  Unless  these  factors  are  carefully  controlled  and  the  results  properly 
corrected  for  them,  the  analytical  data  obtained  are  likely  to  be  unreliable. 

Isotope  Dilution  Technique 

In  view  of  the  shortcomings  of  concentration  and  isolation  techniques ,  we  have 
developed  and  examined  an  isotope  dilution  technique  for  analyzing  crTNT  in  the 
wastewaters  as  part  of  our  current  efforts  to  develop  more  reliable  analytical 
methodologies.  Recently,  i’t.  John,  et  al.  (ref  8)  used  d  9-TNT  and  other 

isotopically  substituted  explosive  compounds  as  diluents  in  determining  TNT  and 
other  explosives  in  air  by  the  isotope  dilution  technique.  In  their  method,  field 
ionization  mass  spectrometry  was  employed  in  the  isotopic  ratio  determinations. 

Figure  10  shows  the  molecular  ions,  M/e  230  and  227,  and  their  most  abundant 
corresponding  fragment  ions.  M/e  212  and  210,  which  were  used  to  obtain  figure  11. 
As  can  be  seen  from  the  latter,  the  peak  height  ratios  IQ,  k/^Sio  + 
and  ^27^^27  +  ^930^’  are  iinear  with  the  content  of  crTNT  in  the  mix'ture 
throughout  the  whole  composition  range.  From  the  percentage  of  crTNT  determined  by 
figure  11  and  the  amount  of  deuterated  crTNT  added,  the  content  of  crTNT  can  be 
readily  computed. 

In  table  5,  the  results  of  crTNT  analyses  at  the  ppm  level  by  the  isotope  dilu¬ 
tion  technique  are  summarized.  Four  residues,  isolated  by  different  methods  from  an 
aqueous  solution  containing  crTNT  and  crTNT-d3  in  the  ratio  of  essentially  1:1  were 
analyzed  in  order  to  evaluate  the  Isotope  dilution  technique  under  various  con¬ 
ditions.  In  columns  1,  2,  3,  and  4  are,  respectively,  the  concentrations  computed 
from  the  amounts  taken,  the  weights  of  residues  isolated,  (/(!(>  ]  q  +  I<212)» 
and  1^27/  (1^27  +  I(23q)  in  figure  11.  Comparison  of  columns  1  aria  2  shows  that  the 
room  temperature  evaporation  caused  about  15%  weight  loss  of  crTNT  wherereas  in  the 
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case  of  MC  extract,  the  weight  loss  was  about  2%.  The  greater  weight  loss  in  the 
former  is  attributable  to  a  much  longer  period  required  to  remove  the  relatively 
nonvolatile  water.  In  contrast,  the  TCE  and  the  petroleum  ether  extracts  gained 
weights  corresponding  to  approximately  38%  and  76%  of  the  original  concentration, 
respectively.  The  gains  are  due  obviously  to  the  impurities  in  the  contaminated 
solvents  although  the  solvents  were  distilled  before  use.  As  shown  in  the  lower 
mass  spectra  of  figures  12  and  13,  the  contaminants  included  the  impurities  with 
molecular  weights  exceeding  230.  Despite  the  presence  of  large  amounts  of 
impurities,  a  precision  of  5.9%  (relative  standard  deviation)  and  an  accuracy  of 
0.2%  (relative  error)  were  obtained  by  the  isotope  dilution  technique. 

Major  Pollutants  in  the  Wastewaters 

In  view  of  the  sample  degradation  problems  and  the  uncertainties  involved  in  the 
concentration  and  the  isolation  of  pollutants  from  the  wastewaters,  we  are  reporting 
the  results  obtained  by  the  direct  HPLC  and  IC  techniques  using  the  direct  injection 
of  LOO  pi  samples.  The  results  obtained  are  shown  in  tables  6  and  7,  and  figures  14 
through  17. 

The  precision  and  accuracy  of  the  values  for  RDX  and  HMX  in  table  6  have  been 
determined  to  be  about  ±  10%  taking  into  account  the  degradation  of  samples  and  the 
quantification  method  used.  It  should  be  pointed  out  that  the  estimated  value  for 
cr-TNT  in  table  6  was  obtained  by  extrapolation  back  to  the  time  of  sampling 
(12/19/78)  based  on  the  results  determined  about  1  week  (12/27/79)  and  3  weeks  later 
(1/10/79)  assuming  a  linear  rate  of  decomposition. 

As  can  be  seen  from  table  7,  the  wastewaters  were  not  analyzed  until  about  five 
months  later.  However,  the  concentrations  of  inorganic  ions  have  apparently  changed 
only  to  the  extent  of  5%  or  less  based  on  the  comparison  of  the  two  sets  of  values 
for  Cl-  and  SO  4  determined  8  months  apart,  This  finding  is  not  surprising  in  view 
of  the  relatively  stable  nature  of  these  ions.  Except  for  K+  and  NH*,  the 
precision  and  accuracy  of  the  results  have  been  determined  to  be  about  ±  10%. 

It  should  be  pointed  out  that  the  accuracies  stated  above  refer  to  the  results 
obtained  using  external  standards,  which  do  not  take  into  account  the  possible 
interferences  of  many  compounds  in  the  complex  wastewaters. 

Other  Results 

HPLC  With  Full  Spectrum  Scanning  by  Stopped-Flow  Technique 

In  later  experiments,  full  spectrum  scanning  of  HPLC  peaks  using  the 
stopped-flow  technique  were  employed  to  substantiate  the  identifications  of  the 
unknown  components  based  on  the  observed  retention  times.  An  example  of  this  is 
shown  in  figure  18  where  the  assignment  of  the  no.  6  peak  as  RDX  from  retention  time 
is  strengthened  by  the  close  matching  of  the  absorption  curves  of  RDX  and  the  no.  6 
peak.  The  use  of  the  logarithm  of  absorbance  enables  the  direct  comparison  of  the 
spectral  features  of  the  standard  and  the  unknown  with  different  concentrations. 
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Metal  Priority  Pollutants  in  the  Wastewaters 


Table  8  shows  the  concentrations  of  cadmium,  copper,  and  chromium  as 
determined  by  direct  atomic  absorption  (AA)  spectrophotometry  (flameless).  The 
typical  absorption  signals  are  shown  in  figure  19.  In  these  experiments,  some 
scattering  of  the  data  has  been  observed.  When  this  was  encountered,  the 
experiments  were  repeated  until  reproducible  results  were  obtained  in  six 
consecutive  determinations. 
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Wastewater 

WW1 

WW2 

WW3 

WW4 


Table  1 .  Sampling 

Location 
Bldg  H-4 

Bldg.  H-5 

Near  Bldg.  N-2 


information  on  HSAAP  wastewaters 

Description/ 
designation 


4RC1-1106  & 
4RA5-211 


5HAS2-5533  & 
5HAS2-5534 


Date/time 

12/19/78 
2:00  p.m. 

12/19/78 
12:00  noon 

12/19/78 
2:10  p.m. 


Near  Bldg.  E-l 
Manhole  No.  148 


1/17/79 
2:00  p.m. 


Table  2.  Estimated 

total  nitramine  contents  in  HSAAP  wastewaters 

Estimated  concentration 

Wastewater 

ppm 

WW1 

~  42 

WW2 

~  15 

WW3 

~  16 

Averagee228  nm  ~  *'^0  x  M  1  cm  1 


Average  molecular  weight  =  222 


Table  3.  pH  of  HSAAP  wastewaters  (4/3/79) 


Wastewater 


6.56  ±  0.10 


Table  4.  Pollutants  Isolated  from  HSAAP  wastewaters  by  various  methods  (ppm) 

Methods 


Freeze 

Wastewater  drying 
WW1  322.2 


Room  temperature 
evaporation 


274.3-1179.9  (H2O) 
I _ 46 . 4  (TCE) 


Solvent  extraction 
TCE  MC 


SEP-PAK 


220.3 

234.0 


(180) 

(140) 


(8.2) 

(7.5) 


204.0 

202.2 


(150) 

(134) 


(2.1) 

(2.1) 


261.0 


219.6 


(1.3) 

(1.6) 
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Table  5.  Analysis  of  crTNT  by  Isotope  dilution  technique 


Concentration 

calculated 

ppm 

mixture 


93.3 


93.3 


93.3 


93.3 


Mixture :  a-TNT 
a-T  NT- 


Table  6. 
Compound 

RDX 

HMX 

SEX 

a-TNT 


Obtained  from 
residue  weight 
mixture 


Concentration  observed,  ppm 


Isotope  dilution  technique  using 

1  2 1  (/ ^ 1  210+lC2i??a_TN^,22/^1  227+I  230^ 


79.3  49.7  48.4 

Room  temperature 
evaporation 


91.1  45.4  42.7 

Methylene  chloride 
extract 


128.8  48.2  43.6 

Trichloroethylene 
extract 


163.8  45.7  42.9 

Petroleum  ether 
extract 

Avg.  45.8 

Std.  dev.  2.7  (5.9%) 

Rel.  error  0.2% 

45.7  ppm 
•dj  47,6  ppm 


Nitraraines  found  in  the  wastewaters  of  HSAAP  by  direct  HPLC 
_ Concentration  in  ppm _ 


WW1 

21.0 

0.85 

2.5 


WW2 

5.1 

1.7 

2.5 


WW3 


12.0 


2  (12/19/78) 
0.4  (12/27/79) 
0.04  (1/10/79) 
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Table  7.  Inorganic  ions  found  in  the  wastewaters  of  HSAAP  by  direct  IC 
Date  of 


Ions 

analysis 

Concentration 

in  ppm 

WW1 

WW2 

WW3 

WW4 

Na+ 

1/7/80 

21.0 

20.9 

16.5 

16.7 

NHt 

1/7/80 

~  0.5 

2.0 

~  0.2 

0.2 

K+ 

1/7/80 

2.0 

2.5 

2.0 

1.7 

Cl- 

5/11/79 

— 

— 

20.4 

11.1 

1/4/80 

26.8 

29.5 

19.0 

11.9 

SO4 

5/11/79 

71.8 

72.2 

53.4 

43.0 

1/4/30 

70.7 

70.3 

51.7 

40.3 

N0“ 

5/14/80 

16.6 

Table  8. 

Cadmium,  copper, 

and  chromium  found 

in  HSAAP 

wastewaters 

(by  direct  AA~ flame less) 


Sample  (ppb) 


Ions 

Date 

WW1 

WW2 

WW3_ 

ww4" 

Cd 

5/80 

Avg  (6) 

0.866 

0.320 

0.210 

0.3^8 

Std  dev 

0.019 

0.023 

0.024 

0.019 

Rel  std  dev 

2.2% 

7.1% 

11.2% 

5.6% 

Rel  error 

+2.1% 

- 

-10% 

-5.4% 

Cu 

5/80 

Avg  (6) 

12,9 

10.6 

8.6 

10.7 

Std  dev 

0.61 

0.56 

0.30 

0.76 

Rel  std  dev 

4.7% 

5.2% 

3.5% 

7.1% 

Rel  error 

-3.1% 

+11% 

- 

+11% 

Cr 

5/80 

Avg  (6) 

0.019 

0.021 

0.015 

0.017 

Std  dev 

0.00096 

0.00076 

0.00088 

0.0011 

Rel  std  c!ev 

5.1% 

3.6% 

5.9% 

6.5% 

Rel  error 

- 

- 

- 

- 

| 

$ 


.  1 


J 

I 


**  ’C 


I 


Figure  2.  Degradation  o.t  HSAAP  WW1  wastewater 


ABSORBANCE 


779 


ABSORBANCE 


WW1  INJECTION 


RP-18,  ODS-HC,  25  cm 
lOy,  2.6  mm  I.D. 

Flow  rate  <=  1.0  ml 
per  minute 
15%  CH3CN-85%  H20 
100  yl  samples 
2250  psi 
55°C  ‘ 

5/24/79 


INJECTION 


RESIDUE  FROM 
ROOM  TEMPERATURE 
EVAPORATION 


RESIDUE  FROM 
PETROLEUM 
ETHER  EXTRACT 


Figure  12. 


Partial  mass  spectra  (El,  70  ev)  of  a  mixture  of  deuterated  and 
undeuterated  alpha-TNT  (47.6  ppm  :  45.7  ppm) 


ABSORBANCE 
FULL  SCAL! 


Eluent:  0.005N  HC1 
Flow  Rate:  3,07  ml/min 
Separator  6x250  non 
Column:  Cation  separator 

Suppressor  9x250  mm 
Column:  Cation  suppressor 


Injection 
volume:  100  pi 


Meter  Full 

scale  setting:  300  pMHO/cm 
Recorder 

Full  scale:  100  Mv 
Temperature:  28 °C 
Date:  1/7/80 


+ 

•=r 

3=  + 

sr  ^ 

Uv. 


i  i  i  i 

RETENTION  TINE  (minutes) 


Ion  chromatogram  of  HSAAP  WW2  wastewater 


Eluent: 


0.0030  M  NaHC03 
0.0024  M  Na2C03 
Flow  rate:  2.0  ml/min 

Separator  3x500  mm 

column:  anion  separator 

Suppressor  6x250  mm 

column:  anion  suppressor 

Injection 

volume:  100  microliters 

Meter  full 

scale  setting:  30  yMHO/cm 
Recorder 

full  scale:  1000  Mv 
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